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Abstract. Limb sounding instruments play an important role
in the monitoring of climate trends, as they provide a good
vertical resolution. Traceability to the International System
of Units (SI) via onboard reference or transfer standards
is needed to compare trend estimates from multiple instru-
ments. This study investigates the required uncertainty of
these radiation standards to properly resolve decadal trends
of climate-relevant trace species like ozone, water vapor, and
temperature distribution for the Gimballed Limb Observer
for Radiance Imaging of the Atmosphere (GLORIA). Tem-
perature nonuniformities of the onboard reference blackbod-
ies, used for radiometric calibration, have an impact on the
calibration uncertainty. The propagation of these nonunifor-
mities through the retrieval is analyzed. A threshold for the
maximum tolerable uncertainty of the blackbody tempera-
ture is derived, so that climate trends can be significantly
identified with GLORIA.
1 Introduction
Remote sensing from satellites is crucial for a better monitor-
ing of the Earth system, as only in this way can a global data
set covering remote regions be provided. Trace gas profiles
with high vertical resolution are provided by limb sounders.
Currently, limb satellites for observing the upper troposphere
and stratosphere (UTS) are operating beyond design lifetime
(e.g., SABER; Russell et al., 1999 or ACE; Bernath et al.,
2005) or have already ceased their service (e.g., MIPAS; Fis-
cher et al., 2008). No new limb satellite mission has been
approved thus far. Thus a gap of observations of the UTS
with high altitude resolution is foreseeable. This will lead
to interruptions in atmospheric trend monitoring. The Gim-
balled Limb Observer for Radiance Imaging of the Atmo-
sphere (GLORIA; Riese et al., 2014), an airborne Fourier
transform spectrometer (FTS), can help to fill the gap. Fur-
thermore, it makes a comparison of current satellite instru-
ments with future ones possible, as it can provide reference
measurements now and in the future.
Several climate-relevant species like ozone and water va-
por, as well as the atmospheric temperature, can be retrieved
from GLORIA measurements. To measure continuous cli-
mate trends with different instruments, the measurements
have to be traceable to the International System of Units (SI)
via radiation standards. The present study aims to provide an
uncertainty threshold for the radiation standards used for the
calibration of the GLORIA instrument. This threshold value
will be based on the requirement to resolve typical trends of
atmospheric species like ozone, water vapor, and tempera-
ture.
After an introduction to the GLORIA instrument and the
radiometric calibration approach in Sect. 2, we investigate
the impact of blackbody temperature uncertainties on re-
trieval results in Sect. 3, taking various types of blackbody
nonuniformities into account. In Sect. 4, we present charac-
terization results of the GLORIA calibration blackbodies in
terms of absolute temperature uncertainties and nonunifor-
mities. As an example, we apply these uncertainties to actual
GLORIA measurements and derive the resulting retrieval er-
ror. All uncertainties given in the text shall be understood as
1σ values if not indicated otherwise.
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2 The GLORIA instrument
2.1 Measurement principle
GLORIA is an airborne FTS for measuring atmospheric
emission in the thermal infrared spectral range from 780 to
1400 cm−1. GLORIA combines a classical Michelson inter-
ferometer with a 2-D detector array. The infrared radiation
emitted by molecular vibrational and rotational bands along
the line of sight (LOS) is measured (Fig. 1). The interferom-
eter spectrally resolves this radiation to reveal characteristic
emission and absorption bands.
GLORIA operates in two different modes, the dynam-
ics mode and the chemistry mode. The chemistry mode has
a high spectral sampling of 0.0625 cm−1, whereas the dy-
namics mode operates on a coarser spectral sampling of
0.625 cm−1. This coarser spectral sampling allows for faster
interferogram acquisition and thus an improved spatial reso-
lution along the flight track. From the intensities of the mea-
sured spectrally resolved radiation, atmospheric parameters
like temperature and a variety of trace gases can be retrieved.
A detailed description of the GLORIA measurement concept
can be found in Friedl-Vallon et al. (2014).
The LOS of limb instruments is directed towards the limb
of the Earth’s atmosphere; hence, a good vertical resolution
is achieved. With the 2-D detector array 128× 128 spectra
can be measured simultaneously in the range from 5 km up
to flight altitude. Typical images are narrowed to 48× 128
(width × height) in favor of a shorter readout time. The hor-
izontal imaging capability is currently not used for temper-
ature and trace gas retrievals. Instead, the signal over each
row is averaged to enhance the signal-to-noise ratio, and bad
pixels are filtered prior to averaging. The vertical profiles are
thus retrieved from a 1×128 array. The standard viewing di-
rection of GLORIA is 90◦ to the flight direction, such that
2-D distributions of atmospheric parameters are measured
along the flight path of the aircraft. Furthermore, GLORIA
is able to pan the LOS from 45 to 135◦ azimuth. This allows
for tomographic retrievals in order to acquire 3-D images of
atmospheric features (Kaufmann et al., 2015; Krisch et al.,
2017). The ability to pan the LOS is also used to point the
FTS towards the two calibration blackbodies. The main steps
from raw measurements to vertical temperature and trace gas
profiles are illustrated in Fig. 2.
2.2 Radiometric calibration
The GLORIA measurements in arbitrary intensity units have
to be radiometrically calibrated to absolute radiances. Two
onboard calibration sources are used to estimate a unique
gain and offset for each detector pixel. The two-point cali-
bration approach requires a linear detector response or a cor-
rection of any nonlinear behavior of the detector system prior
to radiometric calibration.
Geoid
Instrument
Tangent points Tangent altitude
Lines of sight
To
space
Figure 1. The viewing geometry of a limb sounder (Ungermann
et al., 2013).
The radiometric in-flight calibration uses two blackbod-
ies at different temperatures (Olschewski et al., 2013). They
are mounted outside of the spectrometer, such that the whole
optical path including the entrance window is calibrated. In
order to cover the field of view (FOV) of the whole detec-
tor array, they have a rather large optical surface area of
126 mm× 126 mm. Since a revision of the blackbody design
in 2015, the emitting back-surface of the blackbody consists
of 25 by 25 pyramids of 8 mm height. The backplane is wire
eroded of one solid piece of aluminum for a good thermal
conductivity. It features light traps at the bases of the pyra-
mids to effectively avoid direct reflection of any incoming
radiation and to increase the emissivity.
The pyramids and the casing are varnished with NEXTEL
Velvet Coating 811-21. This design leads to an emissivity of
better than 0.997 (see Sect. 4.1 below). Four thermoelectric
coolers (TECs), which provide the options of cooling and
heating, are used to stabilize the temperature of each black-
body. The baseplate of the pyramid array is equipped with
10 platinum resistance thermometers (PRTs) calibrated with
a temperature uncertainty of 10 mK. The electronics measur-
ing the resistance have an uncertainty of about 15 to 20 m,
corresponding to a temperature uncertainty of about 50 mK.
Four of these sensors are placed directly under the TECs and
are used to control the heating or cooling rate. The other six
sensors are used for monitoring. The temperature of the cold
blackbody is stabilized at or slightly below the ambient tem-
perature (typically around 230 to 250 K), the hot blackbody is
heated to 30 to 40 K above the cold one. In order to avoid ice
contamination and to suppress stray light, a baffle is mounted
in front of the casing of each blackbody. The baffle is cooled
with two TECs to 2 K below the temperature of the pyramid
array. The blackbodies are insulated with polystyrene foam
sheets and the baffle system is thermally decoupled from the
pyramid section with a layer of glass-fiber reinforced plastic
(GFRP). A sketch of the blackbodies is given in Fig. 3.
The gain and offset of an instrument are defined as the
multiplicative (gain, g) and additive (offset, L0) factors,
which must be applied to the true radiation L, in order to
get the signal measured by the instrument S (see, e.g., Rever-
comb et al., 1988):
S = g(L+L0). (1)
These factors differ for each pixel and wavelength. Gain
and offset can be determined from measurements of two
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Figure 2. Brief illustration of the GLORIA data processing. (a) Raw single image of the detector array. (b) Set of 128 radiometrically and
spectrally calibrated spectra representing one measurement. (c) Vertical profile of H2O (courtesy: Wolfgang Woiwode, KIT).
Figure 3.Design of the GLORIA calibration blackbodies (courtesy:
Friedhelm Olschewski, BUW, Germany).
blackbody sources with known temperature. Assuming an
emissivity of 1, the gain is calculated as
g = Sbb2− Sbb1
B (Tbb2)−B (Tbb1) (2)
and the offset as
L0 = Sbb1
g
−B (Tbb1) , (3)
with B(T ) being the Planck function of the given tempera-
ture. The effect of a non-perfect emissivity is discussed in
Sect. 4. More details on the calibration concept of GLO-
RIA are given by Kleinert et al. (2014) and Olschewski et al.
(2013).
The calibrated spectral radiation L can be calculated from
the measurements by dividing the measured radiation S by
the gain g and subtracting the offset L0.
L= S
g
−L0 (4)
2.3 Impact of blackbody temperature uncertainty on
radiances
The surface area of the backplane of the GLORIA blackbod-
ies with a size of 126 mm× 126 mm is rather large. It is a
technically challenging task to get a completely uniform tem-
perature distribution over this big area. In reality, the temper-
ature varies across the blackbody due to thermal gradients
inside the backplane, the air flow around the pyramids, and
an imperfect temperature regulation.
If the true blackbody temperature T tbb = Tbb−1Tbb devi-
ates from Tbb, which is used for calculating g andL0, the true
gain gt and true offset Lt0 differ from g and L0 as follows:
gt = Sbb2− Sbb1
B
(
T tbb2
)−B (T tbb1) = gα (5)
with
α = B (Tbb2)−B (Tbb1)
B
(
T tbb2
)−B (T tbb1) (6)
and
Lt0 =
Sbb1
gt
−B (T tbb1) . (7)
This leads to a deviation 1L of the originally calculated
calibrated radiation L from the true calibrated radiation Lt .
The calibrated spectra can be expressed in terms of the “true”
calibrated spectra Lt = S/gt −Lt0:
www.atmos-meas-tech.net/11/3871/2018/ Atmos. Meas. Tech., 11, 3871–3882, 2018
3874 A. Kleinert et al.: Effect of blackbody inhomogeneity on retrieval results
L= S
g
−L0, (8)
= S− Sbb1
gt
α+B (Tbb1) , (9)
=
(
S− Sbb1
gt
+B (T tbb1)−B (T tbb1))α+B (Tbb1) , (10)
= (Lt −B (T tbb1))α+B (Tbb1) . (11)
Thus, the deviation 1L is
1L= L−Lt , (12)
= Lt (α− 1)−B (T tbb1)α+B (Tbb1) . (13)
This deviation is a combination of a scaling compared to the
true calibrated measurements and an additive offset.
If one blackbody measurement is replaced by a deep space
measurement, the deviation simplifies to a simple scaling of
the true calibrated measurements:
1Lbb,ds = Lt
(
B (Tbb)
B
(
T tbb
) − 1) , (14)
as the emission of deep space can be assumed to be effec-
tively zero.
2.4 Other sources of uncertainty
Uncertainties in the gain function come not only from uncer-
tainties of the temperature and emissivity of the blackbody
but also from uncertainties in the determination of the de-
tector nonlinearity and the instrument self-emission (offset).
These uncertainties are currently estimated to about 2–3 %
(k = 2), with k being the uncertainty coverage factor (see,
e.g., https://physics.nist.gov/cuu/Uncertainty/coverage.html,
last access: 12 June 2018). Further characterization is under
way in order to reduce these uncertainties in future process-
ing versions.
Beside the uncertainties in the calibrated spectra, the qual-
ity of the retrieval results also relies on the quality of the
spectroscopic data and the impact of interfering species in
the selected microwindows. Spectroscopic uncertainties are,
however, systematic over time and cancel out in case of trend
analyses. Furthermore, the quality of the spectroscopic data
may improve in the future. Some interfering species impose
uncertainties within the troposphere in the same order as the
blackbody inhomogeneity. Further improvements on the re-
trieval are likely able to reduce these.
With the current data processing and retrieval setup, the
blackbody temperature uncertainties are estimated to be one
of the leading sources of uncertainty, together with other un-
certainties in the gain determination and the impact of inter-
fering species. Since the other major sources of uncertainty
are expected to be reduced with better instrument charac-
terization and an optimized retrieval setup, the focus of this
study is on the impact of the blackbody temperature uncer-
tainties on the retrieval results relevant for the detection of
climate-relevant trends.
3 Impact of blackbody temperature uncertainties on
retrieval results
3.1 Study concept
A Monte Carlo approach (e.g., Metropolis and Ulam, 1949;
Press, 1968) is used for this part of the study. Therefore,
many random temperature fluctuations of the blackbodies
are generated and the effects of these fluctuations on the re-
trieved climate variables are calculated. Afterwards, statisti-
cal information on the perturbed retrieval results is derived.
Only vertical temperature variations are taken into account,
as the row averaged radiation is used for the standard GLO-
RIA retrievals (see Sect. 2.1). Consequently, a random tem-
perature deviation is created for each vertical pixel around
the measured mean blackbody temperature T bb. These devi-
ations1T bb are defined over the detector through the covari-
ance matrix COV with standard deviation σ and correlation
length c:
COV(i,j)= σ 2 · e− 12 ·
(
i−j
c
)2
, (15)
with i and j denoting the 128 averaged rows of the detector.
Examples for these temperature deviations 1T bb are shown
in Fig. 4 for different correlation lengths. A correlation length
of 0 means completely uncorrelated deviations and infinity
completely correlated (i.e., constant) ones. Due to the op-
tical setup and the thermal conductivity of the blackbody
surface, typical correlation lengths of the GLORIA black-
bodies are expected to be in the range of 10 to 100 pixels.
Temperature variations across the emitting surface have to
be rather smooth because of the thermal conductivity of the
material. Furthermore, the instrument is focused to infinity
and the picture of the blackbody backplane on the detector is
not sharp. Therefore correlation lengths below 10 pixels are
not expected.
For each pair of standard deviation and correlation length,
256 random temperature distributions are generated. These
blackbody temperature deviations transform into radiation
deviation distributions 1L according to Eq. (14).
This study uses atmospheric profiles from a climatology
(Remedios et al., 2007) in the mid-latitudes to simulate in-
frared spectra as they would be measured by GLORIA at
15 km flight altitude. The GLORIA Measurement Simulator
uses vertical profiles of relevant trace species and of pressure
and temperature from the climatology and combines them in
a forward model with the GLORIA measurement geometry.
This results in one infrared spectrum for each of the 128 ver-
tical pixels. Typical noise values of the GLORIA instrument
are added to these spectra. These synthetic measurements are
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Figure 4. Random temperature deviations for the 128 vertical detector pixels with different correlation lengths c. The temperature deviations
in panel (a) have a correlation length of one vertical pixel, meaning that they are nearly uncorrelated. In contrast the temperature deviations
in panel (c) are nearly fully correlated over the whole detector (correlation length of 128 pixels). In panel (b) a correlation length of 20 pixels
is depicted. All variations have a standard deviation of σ = 0.2. The gray shade marks the 3σ area.
transferred back into the geophysical quantities of tempera-
ture and trace gas volume mixing ratios according to the re-
trieval setup described in Ungermann et al. (2015) for the
GLORIA dynamics mode. A gain matrix G is calculated in
this retrieval process, which correlates measurement devia-
tions (1L) with retrieval result uncertainties (1x). As the
radiation errors caused by the blackbody inhomogeneities are
small compared to the simulated radiations, the retrieval can
be linearized and the retrieval gain matrix G can be assumed
to be constant for the small deviations 1L around the origi-
nal radiation (Rodgers, 2000). Therefore, the influence of the
blackbody temperature deviations on the retrieval result of
atmospheric trace gases and temperature can be calculated
as follows:
G ·1L=1x. (16)
The retrieval uncertainty distribution is estimated through
a fit of a Gaussian shaped probability distribution to the
256 1x vectors of each pair of correlation length and stan-
dard deviation of the original 1T bb distribution. This allows
us to estimate a standard deviation and a correlation length of
the retrieval uncertainty probability distribution. The results
are presented in Sect. 3.2.
3.2 Study results and discussion
The measurement uncertainty of GLORIA should ideally be
small compared to the decadal trends. We therefore choose a
target and a threshold value for the accuracy of 20 and 40 %
of the decadal trends, respectively. Table 1 shows the decadal
trends in temperature, ozone, and water vapor together with
the resulting target and threshold values for these entities.
As described in Sect. 3.1, a Monte Carlo approach is
used to estimate the propagation of temperature nonunifor-
Table 1. Long-term trends in temperature, ozone, and water vapor
in the UTLS region and the derived target and threshold values for
GLORIA retrievals.
Temperature Ozone Water vapor
Ten-year trend 1 K 5 % 0.5 ppmv
Reference Schmidt et al. WMO Solomon et al.
(2010) (2014) (2010)
Target 0.08 % 1 % 2.5 %
Threshold 0.16 % 2 % 5 %
mities of the blackbody surface through the retrieval. Fig-
ure 5 shows the results of this study. The standard deviations
and correlation lengths of the retrieval errors are displayed
for different standard deviations and correlation lengths of
the random deviations of the blackbody temperature. These
retrieval errors are averaged over the altitude range 7–14 km.
As expected, the correlation length of the retrieval error in-
creases with the correlation length of the input for all species
(see right panels in Fig. 5). For all species shown, the corre-
lation lengths of the retrieval errors are around 1–1.5 km for
blackbody nonuniformities correlated over less than 50 pix-
els. For temperature deviations over larger areas, the corre-
lation lengths in the retrieval errors grow accordingly. These
more extended errors introduce a bias in the measurements
but do not influence the general structures of the measured
species. For some scientific uses, such as gravity wave re-
search, this is more acceptable than errors with short correla-
tion lengths.
The standard deviations of the results depend strongly on
the retrieved species. For typical correlation lengths of the
GLORIA blackbody temperature deviations (10 to 100 pix-
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Figure 5. Results of the Monte Carlo approach. Plotted are the standard deviations (a) and correlations lengths (b) of the retrieval error
distributions. The x axis shows the standard deviation of the original random variation of the blackbody temperature and the y axis shows
the according correlation length. The top row represents the temperature retrieval, in the middle ozone is shown, and the bottom depicts
water vapor. The black solid (dashed) line in the left plots indicates the error target (threshold) due to the long-term trend of the respective
atmospheric species.
els) the accepted threshold of 2 % error for the ozone retrieval
is reached for standard deviations of 0.2–2 K. Therefore, a
required threshold of 200 mK and a target of 100 mK for
the temperature standard deviation of the blackbody are de-
fined through the ozone retrieval. These values can be relaxed
for temperature deviations with longer correlation lengths, as
can be seen in the plot in Fig. 5c. For the temperature re-
trieval the threshold of 0.16 % uncertainty is reached for all
correlation lengths above two pixels at around 400 mK. The
target uncertainty is reached already at 200 mK. For water
vapor retrievals the threshold and target values are located
at a standard deviation of 500 and 250 mK for correlation
lengths of one pixel but can be relaxed for more correlated
nonuniformities.
Thus, for the GLORIA instrument and the applied re-
trieval setup, the ozone retrieval sets the threshold require-
ment of the standard deviation of the blackbody uncertainties
to 200 mK and the desired target to 100 mK.
4 Blackbody characterization
The absolute radiance temperature of the GLORIA on-
board reference blackbodies is regularly calibrated at the
Physikalisch-Technische Bundesanstalt (PTB), the national
metrology institute of Germany. A rigid and thorough cal-
ibration procedure has been established to characterize and
calibrate the blackbodies traceable to the national standards
of temperature and the international temperature scale ITS-
90. The surface radiation temperature is directly measured
and compared to blackbody radiation from high-quality cav-
ity radiators linked to the primary standards of temperature
radiation (Monte et al., 2014). Additionally, the blackbodies
are spectrally characterized.
For this purpose, the blackbodies are mounted in the
source chamber of the reduced background calibration facil-
ity (RBCF). The RBCF serves as facility for the measure-
ment of spectral radiance and radiation temperature of radia-
tion sources and the signal temperature characteristic of radi-
ation thermometers under reduced infrared background radi-
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ation in a temperature range from −170 to 430 ◦C traceable
to the ITS-90. Its major vacuum components are a source
chamber, accommodating the blackbody reference radiators;
an optomechanical unit, allowing folding mirrors and an op-
tical chopper to be inserted into the LOS; a beam line; and
a detector chamber, which houses the Vacuum Infrared Stan-
dard Radiation Thermometer (VIRST). Additionally, an off-
axis ellipsoidal mirror in the detector chamber allows the
imaging of the radiation from the source chamber into a vac-
uum FTS for spectrally resolved measurements.
The blackbody surface radiation temperature is measured
with the VIRST. VIRST is a stand-alone transfer radiation
thermometer which features a vacuum-insulated and ther-
mally stabilized housing, a selected thermopile detector, ded-
icated readout electronics, and an aspheric germanium lens.
A band-pass filter in front of the detector limits the sensitive
spectral range from 8 to 14 µm. VIRST achieves a tempera-
ture resolution or noise-equivalent temperature difference of
better than 10 mK at 0 ◦C. Using VIRST as transfer radia-
tion thermometer, the GLORIA blackbodies are calibrated
against the vacuum low-temperature blackbody (VLTBB),
operable in a temperature range from −173 to +177 ◦C. The
calibration range is from −40 to +40 ◦C. The typical uncer-
tainty for the GLORIA blackbody surface radiation temper-
ature at −40 ◦C at a wavelength of 10 µm is 100 mK (k = 2)
and is decreasing for higher temperatures.
The measurement spot of VIRST has a diameter of about
10 mm. It is placed directly over the positions of the 10 tem-
perature sensors of the blackbodies, allowing a direct com-
parison of the radiation surface temperature with the tem-
perature measured at the PT100 sensors. Measurements are
taken at temperatures ranging from −40 to +40 ◦C in 10 K
steps. Furthermore, surface scans are performed at tempera-
tures of−30, 0, and 20 ◦C. For these measurements, the com-
plete surface of the blackbody is scanned in steps of 4.5 mm.
The spectral characterization is done by measuring the
spectral radiance at three locations with the vacuum FTS of
the RBCF with respect to the reference blackbody VLTBB in
the spectral range from 6.3 to 20 µm at temperatures of −30,
0, and 20 ◦C.
4.1 Effective emissivity of the blackbodies
On the basis of the determined spectral radiances, a lower
threshold value for the effective emissivity of the blackbodies
can be calculated. Since no significant spectral features are
found, the blackbodies can be considered to be gray bodies.
Assuming an effective emissivity eff, the measured radiance
of the blackbodies Lmeas is given as
Lmeas = effB (TBB)+ (1− eff)B (Tamb) , (17)
with B(TBB) and B(Tamb) being the Planck function of the
blackbody and ambient temperature, respectively.
Figure 6. Spectral distribution of the radiance temperatures of the
GLORIA reference blackbody BB1 for varying effective emissivi-
ties.
The radiance of an ideal blackbody B(TBB) can thus be
calculated as
B (TBB)= Lmeas(T )− (1− eff)B (Tamb)
eff
. (18)
This spectral radiance can be transformed in a radiance
temperature by inverting Planck’s law at every wavelength
and yields a spectral distribution of radiance temperatures.
This was done for the three effective emissivities 1.000,
0.997, and 0.995 and the results are shown in Fig. 6. The
calculated values are given by the individually colored dots
in the figure. For each assumed effective emissivity, a linear
fit was performed in order to identify possible trends. The
calculated radiance temperatures for the lower emissivity of
0.995 show a significant slope towards shorter wavelengths.
This slope can only be real if either the wall coating has
a significant slope or the temperature nonuniformity within
the measured area is of a similar magnitude as the slope, i.e.,
200 mK. The coating Nextel 811-21 can be safely assumed to
have a constant value of 0.97 in the spectral range from 500
to 1500 cm−1 with only a slight spectral variability within
a given uncertainty of about 0.01 but no significant overall
spectral trend or slope (Adibekyan et al., 2017).
In order to exclude a temperature nonuniformity on the
order of 200 mK, lateral scans were performed with VIRST
over the FOV of the spectrometer on a 6× 6 grid with 4 mm
step size. These measurements show a uniformity of the radi-
ance temperature of better than 18 mK (peak to peak). There-
fore, we conclude that the assumed effective emissivity of
0.995 is too low. The slope of the radiance temperatures
for the assumed effective emissivity of 0.997 is smaller but
still significant. However, considering the uncertainties of the
measurement and the VLTBB reference blackbody, which
are around 100 mK, we assume 0.997 as a lower limit for the
www.atmos-meas-tech.net/11/3871/2018/ Atmos. Meas. Tech., 11, 3871–3882, 2018
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Figure 7. Differences between surface radiance temperatures and temperatures measured with the PT100 sensors (contact temperature) for
BB1 at different temperatures. The approximate positions of the sensors under the optical surface are shown on the right.
Figure 8. Measured surface radiance temperatures at −30.15 ◦C (243 K) for BB1 (a) and estimated resulting temperature error for each of
the 48× 128 detector pixels (b).
effective emissivity of the GLORIA reference blackbodies. A
non-perfect emissivity leads to deviations between the black-
body surface radiation temperature measured by VIRST and
the temperature measured by the PT100 sensors if the am-
bient temperature differs from that of the blackbodies. The
effects of a non-perfect emissivity are therefore included in
the temperature characterization measurements and handled
as temperature uncertainties.
4.2 Temperature characterization results
The measurement results for the different temperatures are
shown in Fig. 7 for one of the blackbodies (BB1). The tem-
perature measured by the PT100 sensors generally agrees
with the temperature measured by VIRST within ±100 mK.
The measured radiation temperatures are generally higher
than the measured contact temperatures when operating the
blackbody below the ambient temperature and vice versa
when operating it above ambient temperature. This can be
explained by the finite thermal conductivity of the aluminum
and the Nextel coating, as well as a non-perfect emissivity.
Furthermore there is a spread of about 30 mK between the
10 temperature sensors.
Two surface scans are shown in Figs. 8a and 9a for BB1
at−30 ◦C and BB2 at+20 ◦C, respectively. The temperature
uniformity is within the required threshold of 100 mK, but
BB1 shows a systematic deviation in the lower right area of
the surface. BB2 at +20 ◦C is very uniform and dominated
by noise. These two surface scans are used to estimate a real-
istic blackbody uncertainty including its distribution over the
optical surface.
The area covered by the detector array is approximately
from−15 to+15 mm horizontally and from−40 to+40 mm
vertically. The detector lens of GLORIA is focused at infin-
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Figure 9. Same as Fig. 9 but for BB2 at 19.85 ◦C (293 K).
Figure 10. Retrieval results derived from GLORIA measurements taken on 26 February 2016. Panel (a) shows temperature, panel (b) shows
water vapor, and panel (c) shows ozone. Thick solid lines shows ECMWF potential vorticity, dotted lines shows potential temperature, and
big dots show the location of the thermal tropopause.
ity in order to provide a sharp picture of the horizon. Since
the blackbodies are placed closely to the spectrometer, the
optical surface is not sharply imaged onto the detector. One
detector pixel “sees” a spot of about 30 mm diameter on the
blackbody surface. In order to quantify the blackbody tem-
perature uncertainty relevant for each pixel, the values shown
in Figs. 8 and 9 on the left have been integrated over 30 mm
spots around the center position of each detector pixel im-
age. The resulting temperature uncertainty for each pixel is
shown in the right panel of the figures. This uncertainty has
been used to calculate Tbb and T tbb for each pixel and with
this the radiance uncertainty for each pixel using Eq. (13).
4.3 Impact on retrieval
The impact of the uncertainties as derived from the PTB
measurements above has been quantified for a measurement
flight of one of our recent campaigns. Here, we compare the
retrieval results, i.e., derived trace gases, against retrieval re-
sults gained from radiances perturbed by calibration uncer-
tainties. Rather arbitrarily, flight 14 from the POLSTRACC
campaign of winter 2015/16 was chosen, as this flight covers
both situations with rather high and rather low stratospheric
temperatures and thus measured radiances. This flight took
place on 26 February 2016. The retrieval setup used is de-
scribed by Ungermann et al. (2015). We focus here solely on
the climate-relevant variables of temperature, water vapor,
and ozone.
The derived fields are shown in Fig. 10. The results show
rather typical stratospheric air masses for the time of the year.
The measured radiances are modified by applying
Eq. (13), using the error fields of Sect. 4.2. Several varia-
tions of this error field as changing the sign or orientation
of the field have been tested as well. The largest effect on
the retrieval results is achieved by taking the measured devi-
ation of one blackbody as it is, but changing the sign for the
deviation of the other blackbody. The effect on one single
measured radiance profile is depicted in Fig. 11. The pertur-
bations exhibit a spectral and spatial variation, as the intro-
duced deviation depends on the measured radiance itself. In
general, the relative deviations are smaller for strong lines
like the CO2 Q-branch at 793 cm−1 or the strong ozone lines
around 1050 cm−1 and larger for the atmospheric windows.
Continuing to the derived quantities, Fig. 12 shows the ab-
solute and relative differences between the original and the
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Figure 11. Radiances and perturbations for one image acquired at 13:24:09 UTC. Panel (a) shows the measured radiances in a logarithmic
color scale. Panel (b) shows the absolute differences introduced by the blackbody inhomogeneity. Panel (c) shows the relative differences in
percentages. The values for the lowermost pixel rows were already discarded during a previous processing step due to the presence of clouds.
Figure 12. Absolute (blue) and relative (orange) differences between original and perturbed retrieval results for temperature (a), water
vapor (b), and ozone (c). Solid lines show the mean differences over the whole flight, the dotted orange line shows the relative median, and
the shaded areas show the standard deviation for the 274 evaluated profiles over the flight.
perturbed retrieval results. For temperature, a rather constant
bias is introduced, which is on the order of the threshold
value of Table 1. For the trace gases, the relative difference
is on the order of the target thresholds, except for ozone at
lower altitudes, where the volume mixing ratios are very low.
Looking at the median, which is less affected by outliers, the
relative difference stays on average below the target thresh-
old of 1 %. The results demonstrate that for the given inho-
mogeneity, the effect on the retrieval results stays on average
below the thresholds and thus allows for long-term studies of
climate-relevant variables.
5 Conclusions
This study has investigated the propagation of temperature
deviations of the calibration blackbody through the GLO-
RIA retrieval algorithm. A Monte Carlo approach has been
used to derive uncertainty distributions of the retrieval results
according to differently shaped deviations of the blackbody
temperature. The shape and strength of the derived uncer-
tainty distributions depend on the correlation length and stan-
dard deviation of the blackbody temperature inhomogeneity.
In order to be able to resolve typical trends in atmospheric
species as temperature, ozone, and water vapor, the retrieval
errors should remain below 20 % of the trend. To observe
decadal trends, the resulting maximum tolerable temperature
deviation of the blackbody temperature from the mean value
for a typical correlation length of 10 vertical detector pix-
els is at 200 mK with a target of 100 mK. The target value is
mostly reached for the blackbodies used for the calibration
of GLORIA.
With the current data processing and retrieval setup, the
temperature and emissivity uncertainties of the GLORIA
blackbodies are among the leading sources of uncertainties,
together with the uncertainty of the detector nonlinearity de-
termination and the instrument offset determination. Spectro-
scopic uncertainties and interfering species can have an im-
pact of similar magnitude on the retrieval results. The latter
sources of uncertainty can be reduced by further instrument
characterization and an optimized retrieval setup, such that
the uncertainties of the calibration blackbodies may become
the leading error source.
Data availability. The retrieval data from Fig. 10 are available from
the HALO database (Ungermann, 2018).
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